Pace Analytical Services, LLC

. 40 9800 Kincey Ave. Suite 100
aceAnalytical Huntersuille, NC 28078
www.pacelabs.com (704)875-9092

October 13, 2016

Meagan E. Ormand
Golder Associates Inc.
2108 W. Laburnum Ave.
Suite 200

Richmond, VA 23227

RE: Project: Bremo Weekly Process
Pace Project No.: 92315742

Dear Meagan Ormand:

Enclosed are the analytical results for sample(s) received by the laboratory on October 12, 2016.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

2 . /’4
¢, /Wﬁ’/ja ULrOvH 4

Nicole Gasiorowski
nicole.gasiorowski@pacelabs.com
Project Manager

Enclosures

cc: Ron DiFrancesco, Golder Associates Inc.
Arielle Green, Golder Associates Inc.
Martha Smith, Golder Associates Inc.
Mike Williams, Golder Associates Inc

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC. 0001 97393age 1 of 26
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www.pacelabs.com

Project: Bremo Weekly Process
Pace Project No.: 92315742

Pace Analytical Services, LLC

CERTIFICATIONS

9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Ormond Beach Certification IDs
8 East Tower Circle, Ormond Beach, FL 32174
Alabama Certification #: 41320
Connecticut Certification #: PH-0216
Delaware Certification: FL NELAC Reciprocity
Florida Certification #: E83079
Georgia Certification #: 955
Guam Certification: FL NELAC Reciprocity
Hawaii Certification: FL NELAC Reciprocity
lllinois Certification #: 200068
Indiana Certification: FL NELAC Reciprocity
Kansas Certification #: E-10383
Louisiana Certification #: FL NELAC Reciprocity
Louisiana Environmental Certificate #: 05007
Maryland Certification: #346
Michigan Certification #: 9911
Mississippi Certification: FL NELAC Reciprocity
Missouri Certification #: 236
Montana Certification #: Cert 0074

Charlotte Certification IDs
9800 Kincey Ave. Ste 100, Huntersville, NC 28078
North Carolina Drinking Water Certification #: 37706
North Carolina Field Services Certification #: 5342
North Carolina Wastewater Certification #: 12

Asheville Certification IDs
2225 Riverside Drive, Asheville, NC 28804
Florida/NELAP Certification #: E87648
Massachusetts Certification #: M-NC030
North Carolina Drinking Water Certification #: 37712

Eden Certification IDs
205 East Meadow Road Suite A, Eden, NC 27288
North Carolina Drinking Water Certification #: 37738

Nebraska Certification: NE-OS-28-14

Nevada Certification: FL NELAC Reciprocity
New York Certification #: 11608

North Carolina Environmental Certificate #: 667
North Carolina Certification #: 12710

Oklahoma Certification #: D9947

Pennsylvania Certification #: 68-00547

Puerto Rico Certification #: FL01264

South Carolina Certification: #96042001
Tennessee Certification #: TN02974

Texas Certification: FL NELAC Reciprocity

US Virgin Islands Certification: FL NELAC Reciprocity
Virginia Environmental Certification #: 460165
Wyoming Certification: FL NELAC Reciprocity
West Virginia Certification #: 9962C

Wisconsin Certification #: 399079670

Wyoming (EPA Region 8): FL NELAC Reciprocity

South Carolina Certification #: 99006001
Florida/NELAP Certification #: E87627
Kentucky UST Certification #: 84
Virginia/VELAP Certification #: 460221

North Carolina Wastewater Certification #: 40
South Carolina Certification #: 99030001
Virginia/VELAP Certification #: 460222

North Carolina Wastewater Certification #: 633
Virginia/VELAP Certification #: 460025

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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SAMPLE ANALYTE COUNT

Project: Bremo Weekly Process
Pace Project No.: 92315742

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Analytes
Lab ID Sample ID Method Analysts Reported Laboratory
92315742001 T3-161011-1548-S3 SM 2540D KCE 1 PASI-E
EPA 350.1 1993 Rev 2.0 KCE 1 PASI-E
SM 4500-CI-E-2011 KCE 1 PASI-E
EPA 1664B JMS 1 PASI-C
EPA 200.7 CKJ 1 PASI-O
Trivalent Chromium Calculation CKJ 1 PASI-O
EPA 200.8 DRS 10 PASI-O
EPA 245.1 ANB 1 PASI-A
EPA 218.7 AEM 1 PASI-O

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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Project: Bremo Weekly Process
Pace Project No.: 92315742

PROJECT NARRATIVE

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Method: SM 2540D

Description: 2540D TSS, Low-Level, Eden
Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:

1 sample was analyzed for SM 2540D. All samples were received in acceptable condition with any exceptions noted below or on the

chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:

The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:

All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:

All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:

All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Duplicate Sample:

All duplicate sample results were within method acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

0001974239e 40726
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ace Analytical

www.pacelabs.com

PROJECT NARRATIVE

Project: Bremo Weekly Process
Pace Project No.: 92315742

9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Method: EPA 350.1 1993 Rev 2.0
Description: 350.1 Ammonia

Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:
1 sample was analyzed for EPA 350.1 1993 Rev 2.0. All samples were received in acceptable condition with any exceptions noted
below or on the chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC. age 5 of 26
0001974329
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ace Analytical

www.pacelabs.com

PROJECT NARRATIVE

Project: Bremo Weekly Process
Pace Project No.: 92315742

9800 Kincey Ave. Suite 100

Huntersville, NC 28078
(704)875-9092

Method: SM 4500-CI-E-2011
Description: 4500 Chloride

Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:
1 sample was analyzed for SM 4500-CI-E-2011. All samples were received in acceptable condition with any exceptions noted below or
on the chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC. 000
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PROJECT NARRATIVE

Project: Bremo Weekly Process
Pace Project No.: 92315742

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Method: EPA 1664B

Description: HEM, Oil and Grease
Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:

1 sample was analyzed for EPA 1664B. All samples were received in acceptable condition with any exceptions noted below or on the

chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Surrogates:
All surrogates were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:

All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.

00019745398 7026
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PROJECT NARRATIVE

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Project: Bremo Weekly Process
Pace Project No.: 92315742
Method: EPA 200.7

Description: 200.7 MET ICP
Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:

1 sample was analyzed for EPA 200.7. All samples were received in acceptable condition with any exceptions noted below or on the

chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 200.7 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:

All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.

0001974¢39e 80726
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PROJECT NARRATIVE

Project: Bremo Weekly Process
Pace Project No.: 92315742

9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Method: Trivalent Chromium Calculation
Description: Trivalent Chromium Calculation
Client: Golder_Dominion_Bremo

Date: October 13, 2016

General Information:

1 sample was analyzed for Trivalent Chromium Calculation. All samples were received in acceptable condition with any exceptions

noted below or on the chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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PROJECT NARRATIVE

Project: Bremo Weekly Process
Pace Project No.: 92315742

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Method: EPA 200.8

Description: 200.8 MET ICPMS
Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:

1 sample was analyzed for EPA 200.8. All samples were received in acceptable condition with any exceptions noted below or on the

chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 200.8 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Internal Standards:
All internal standards were within QC limits with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:

All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.

0001974%9e 100726
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PROJECT NARRATIVE

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Project: Bremo Weekly Process
Pace Project No.: 92315742
Method: EPA 245.1

Description: 245.1 Mercury
Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:

1 sample was analyzed for EPA 245.1. All samples were received in acceptable condition with any exceptions noted below or on the

chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Sample Preparation:
The samples were prepared in accordance with EPA 245.1 with any exceptions noted below.

Initial Calibrations (including MS Tune as applicable):
All criteria were within method requirements with any exceptions noted below.

Continuing Calibration:
All criteria were within method requirements with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:

All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.

0001974%9e 110726
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Project: Bremo Weekly Process
Pace Project No.: 92315742

PROJECT NARRATIVE

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Method: EPA 218.7

Description: Hexavalent Chromium by IC
Client: Golder_Dominion_Bremo
Date: October 13, 2016

General Information:

1 sample was analyzed for EPA 218.7. All samples were received in acceptable condition with any exceptions noted below or on the

chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:

The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:

All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:

All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:

All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

This data package has been reviewed for quality and completeness and is approved for release.

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.
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Project:

Pace Project No.: 92315742

ANALYTICAL RESULTS

Bremo Weekly Process

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078

(704)875-9092

Sample: T3-161011-1548-S3

Lab ID: 92315742001

Collected: 10/11/16 15:48 Received: 10/12/16 14:18 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
2540D TSS, Low-Level, Eden Analytical Method: SM 2540D
Total Suspended Solids 1.8 mg/L 1.0 1 10/13/16 08:58
350.1 Ammonia Analytical Method: EPA 350.1 1993 Rev 2.0
Nitrogen, Ammonia ND mg/L 0.20 1 10/13/16 12:39 7664-41-7
4500 Chloride Analytical Method: SM 4500-CI-E-2011
Chloride 51.8 mg/L 5.0 5 10/13/16 10:23 16887-00-6
Field Data Analytical Method:
Collected By L. 1 10/11/16 15:58

Hamelman

Collected Date 10/11/16 1 10/11/16 15:58
Collected Time 15:48 1 10/11/16 15:58
Field pH 7.4 Std. Units 0.10 1 10/11/16 15:58
HEM, Oil and Grease Analytical Method: EPA 1664B
Oil and Grease ND mg/L 5.0 1 10/13/16 08:15
200.7 MET ICP Analytical Method: EPA 200.7 Preparation Method: EPA 200.7
Tot Hardness asCaCO3 (SM 2340B 219000 ug/L 3300 1 10/13/16 12:36 10/13/16 16:34
Trivalent Chromium Calculation Analytical Method: Trivalent Chromium Calculation
Chromium, Trivalent ND ug/L 5.0 1 10/13/16 17:45 16065-83-1
200.8 MET ICPMS Analytical Method: EPA 200.8 Preparation Method: EPA 200.8
Antimony ND ug/L 5.0 1 10/13/16 12:36 10/13/16 16:38 7440-36-0
Arsenic 60.6 ug/L 5.0 1 10/13/16 12:36 10/13/16 16:38 7440-38-2
Cadmium ND ug/L 1.0 1 10/13/16 12:36 10/13/16 16:38 7440-43-9
Copper ND ug/L 5.0 1 10/13/16 12:36 10/13/16 16:38 7440-50-8
Lead ND ug/L 5.0 1 10/13/16 12:36 10/13/16 16:38 7439-92-1
Nickel ND ug/L 5.0 1 10/13/16 12:36 10/13/16 16:38 7440-02-0
Selenium ND ug/L 5.0 1 10/13/16 12:36 10/13/16 16:38 7782-49-2
Silver ND ug/L 0.40 1 10/13/16 12:36 10/13/16 16:38 7440-22-4
Thallium ND ug/L 1.0 1 10/13/16 12:36 10/13/16 16:38 7440-28-0
Zinc ND ug/L 25.0 1 10/13/16 12:36 10/13/16 16:38 7440-66-6
245.1 Mercury Analytical Method: EPA 245.1 Preparation Method: EPA 245.1
Mercury ND ug/L 0.10 1 10/13/16 10:40 10/13/16 13:42 7439-97-6
Hexavalent Chromium by IC Analytical Method: EPA 218.7
Chromium, Hexavalent ND ug/L 1.0 1 10/13/16 14:36 18540-29-9

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

Date: 10/13/2016 06:20 PM without the written consent of Pace Analytical Services, LLC.
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QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100

Huntersville, NC 28078
(704)875-9092

Project: Bremo Weekly Process
Pace Project No.: 92315742
QC Batch: 332951 Analysis Method: SM 2540D
QC Batch Method:  SM 2540D Analysis Description: 2540D TSS, Low Level, Eden
Associated Lab Samples: 92315742001
METHOD BLANK: 1845109 Matrix: Water
Associated Lab Samples: 92315742001
Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Total Suspended Solids mg/L ND 1.0 10/13/16 08:56
LABORATORY CONTROL SAMPLE: 1845110

Spike LCS LCS % Rec

Parameter Units Conc. Result % Rec Limits Qualifiers
Total Suspended Solids mg/L 250 242 97 90-110
SAMPLE DUPLICATE: 1845111

92315722001 Dup

Parameter Units Result Result RPD Quialifiers

Total Suspended Solids mg/L 2.4 2.4

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Project: Bremo Weekly Process
Pace Project No.: 92315742
QC Batch: 333018 Analysis Method: EPA 350.1 1993 Rev 2.0
QC Batch Method:  EPA 350.1 1993 Rev 2.0 Analysis Description: 350.1 Ammonia, EDEN
Associated Lab Samples: 92315742001
METHOD BLANK: 1845552 Matrix: Water
Associated Lab Samples: 92315742001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Nitrogen, Ammonia mg/L ND 0.20 10/13/16 12:39
LABORATORY CONTROL SAMPLE: 1845553
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Nitrogen, Ammonia mg/L 5 5.1 102 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1845554 1845555
MS MSD
92315722001  Spike Spike MS MSD MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD Qual
Nitrogen, Ammonia mg/L ND 5 5 5.0 5.1 97 99 90-110 2

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

QUALITY CONTROL DATA

Project: Bremo Weekly Process
Pace Project No.: 92315742
QC Batch: 332976 Analysis Method: SM 4500-CI-E-2011
QC Batch Method: ~ SM 4500-CI-E-2011 Analysis Description: 4500 Chloride, EDEN
Associated Lab Samples: 92315742001
METHOD BLANK: 1845225 Matrix: Water
Associated Lab Samples: 92315742001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Chloride mg/L ND 1.0 10/13/16 10:23
LABORATORY CONTROL SAMPLE: 1845226
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Chloride mg/L 10 9.7 97 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1845227 1845228
MS MSD
92315742001  Spike Spike MS MSD MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD Qual
Chloride mg/L 51.8 10 10 62.4 61.2 105 94 90-110 2

Results presented on this page are in the

Date: 10/13/2016 06:20 PM

units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

Project: Bremo Weekly Process
Pace Project No.: 92315742
QC Batch: 332938 Analysis Method: EPA 1664B
QC Batch Method:  EPA 1664B Analysis Description: 1664 HEM, Oil and Grease
Associated Lab Samples: 92315742001
METHOD BLANK: 1845060 Matrix: Water
Associated Lab Samples: 92315742001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Oil and Grease mg/L ND 5.0 10/13/16 08:15
LABORATORY CONTROL SAMPLE: 1845061
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Oil and Grease mg/L 40 35.4 88 78-114
MATRIX SPIKE SAMPLE: 1845062
92315722001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Oil and Grease mg/L ND 40 34.3 86 78-114

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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Project: Bremo Weekly Process
Pace Project No.: 92315742

QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

QC Batch: 332971
QC Batch Method: EPA 245.1
Associated Lab Samples: 92315742001

Analysis Method: EPA 245.1

Analysis Description: 245.1 Mercury

METHOD BLANK: 1845205
Associated Lab Samples: 92315742001

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed
Mercury ug/L ND 0.10 10/13/16 13:30
LABORATORY CONTROL SAMPLE: 1845206
Spike LCS LCS
Parameter Units Conc. Result % Rec Qualifiers
Mercury ug/L 25 25 100
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1845207 1845208
MS MSD
92315722001  Spike Spike MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec Limits RPD Qual
Mercury ug/L ND 25 25 2.4 2.4 70-130 0

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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Project: Bremo Weekly Process
Pace Project No.: 92315742

QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

QC Batch: 325732
QC Batch Method:  EPA 200.7
Associated Lab Samples: 92315742001

Analysis Method: EPA 200.7
Analysis Description: 200.7 MET

METHOD BLANK: 1737866
Associated Lab Samples: 92315742001

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed
Tot Hardness asCaCO3 (SM 2340B ug/L ND 3300 10/13/16 16:09
LABORATORY CONTROL SAMPLE: 1737867
Spike LCS LCS
Parameter Units Conc. Result % Rec Qualifiers
Tot Hardness asCaCO3 (SM 2340B ug/L 82700 86200 104
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1737868 1737869
MS MSD
92315722001  Spike Spike MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec Limits RPD Qual
Tot Hardness asCaCO3 (SM ug/L 224000 82700 82700 307000 306000 70-130 0

2340B

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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ace Analytical

www.pacelabs.com

Project: Bremo Weekly Process

Pace Project No.: 92315742

QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

QC Batch: 325739 Analysis Method: EPA 200.8
QC Batch Method:  EPA 200.8 Analysis Description: 200.8 MET
Associated Lab Samples: 92315742001
METHOD BLANK: 1737939 Matrix: Water
Associated Lab Samples: 92315742001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Antimony ug/L ND 5.0 10/13/16 16:09
Arsenic ug/L ND 5.0 10/13/16 16:09
Cadmium ug/L ND 1.0 10/13/16 16:09
Copper ug/L ND 5.0 10/13/16 16:09
Lead ug/L ND 5.0 10/13/16 16:09
Nickel ug/L ND 5.0 10/13/16 16:09
Selenium ug/L ND 5.0 10/13/16 16:09
Silver ug/L ND 0.40 10/13/16 16:09
Thallium ug/L ND 1.0 10/13/16 16:09
Zinc ug/L ND 25.0 10/13/16 16:09
LABORATORY CONTROL SAMPLE: 1737940
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Antimony ug/L 50 48.5 97 85-115
Arsenic ug/L 50 52.4 105 85-115
Cadmium ug/L 5 4.9 99 85-115
Copper ug/L 50 55.9 112 85-115
Lead ug/L 50 49.8 100 85-115
Nickel ug/L 50 54.9 110 85-115
Selenium ug/L 50 54.5 109 85-115
Silver ug/L 5 5.0 100 85-115
Thallium ug/L 50 50.4 101 85-115
Zinc ug/L 250 270 108 85-115
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1737941 1737942
MS MSD
92315735001  Spike Spike MS MSD MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD Qual
Antimony ug/L ND 50 50 51.9 52.5 95 97 70-130 1
Arsenic ug/L 59.9 50 50 110 110 929 101 70-130 1
Cadmium ug/L ND 5 5 4.6 4.7 93 93 70-130 1
Copper ug/L ND 50 50 49.5 50.1 98 100 70-130 1
Lead ug/L ND 50 50 51.2 51.5 102 103 70-130 1
Nickel ug/L ND 50 50 52.3 52.6 100 101 70-130 1
Selenium ug/L ND 50 50 49.8 50.1 97 98 70-130 1
Silver ug/L ND 5 5 4.7 4.7 93 93 70-130 0
Thallium ug/L ND 50 50 52.6 52.6 105 105 70-130 0

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100

ace Analytical” oo, NG 0070

www.pacelabs.com (704)875-9092

QUALITY CONTROL DATA

Project: Bremo Weekly Process
Pace Project No.: 92315742

MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1737941 1737942
MS MSD
92315735001  Spike Spike MS MSD MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD Qual
Zinc ug/L ND 250 250 239 239 95 95 70-130 0

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 10/13/2016 06:20 PM without the written consent of Pace Analytical Services, LLC.
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ace Analytical

www.pacelabs.com

Project: Bremo Weekly Process
Pace Project No.: 92315742

QUALITY CONTROL DATA

Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100
Huntersville, NC 28078
(704)875-9092

QC Batch: 325677
QC Batch Method:  EPA 218.7
Associated Lab Samples: 92315742001

Analysis Method: EPA 218.7
Analysis Description:

Chromium, Hexavalent IC

METHOD BLANK: 1737532
Associated Lab Samples: 92315742001

Matrix: Water

Blank Reporting
Parameter Units Result Limit Analyzed
Chromium, Hexavalent ug/L ND 1.0 10/13/16 10:29
LABORATORY CONTROL SAMPLE: 1737533
Spike LCS LCS
Parameter Units Conc. Result % Rec Qualifiers
Chromium, Hexavalent ug/L .075 .07J 93
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1737534 1737535
MS MSD
92315722001  Spike Spike MS MSD % Rec
Parameter Units Result Conc. Conc. Result Result % Rec Limits RPD Qual
Chromium, Hexavalent ug/L ND .075 .075 173 .16J 85-115 5

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 10/13/2016 06:20 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, LLC.
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Pace Analytical Services, LLC
9800 Kincey Ave. Suite 100

ace Analytical” oo, NG 0070

www.pacelabs.com (704)875-9092

QUALIFIERS

Project: Bremo Weekly Process
Pace Project No.: 92315742

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.

MDL - Adjusted Method Detection Limit.

PQL - Practical Quantitation Limit.

RL - Reporting Limit.

S - Surrogate

1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

Acid preservation may not be appropriate for 2 Chloroethylvinyl ether.

A separate vial preserved to a pH of 4-5 is recommended in SW846 Chapter 4 for the analysis of Acrolein and Acrylonitrile by EPA
Method 8260.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

LABORATORIES

PASI-A Pace Analytical Services - Asheville
PASI-C Pace Analytical Services - Charlotte
PASI-E Pace Analytical Services - Eden

PASI-O Pace Analytical Services - Ormond Beach

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 10/13/2016 06:20 PM without the written consent of Pace Analytical Services, LLC.

000197679 230726



Pace Analytical Services, LLC

. 40 9800 Kincey Ave. Suite 100
/' _PaceAnalytical Huntersville, NC 28078
www.pacelabs.com (704)875-9092

QUALITY CONTROL DATA CROSS REFERENCE TABLE

Project: Bremo Weekly Process
Pace Project No.: 92315742

Analytical

Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
92315742001 T3-161011-1548-S3 SM 2540D 332951
92315742001 T3-161011-1548-S3 EPA 350.1 1993 Rev 2.0 333018
92315742001 T3-161011-1548-S3 SM 4500-CI-E-2011 332976
92315742001 T3-161011-1548-S3
92315742001 T3-161011-1548-S3 EPA 1664B 332938
92315742001 T3-161011-1548-S3 EPA 200.7 325732 EPA 200.7 325746
92315742001 T3-161011-1548-S3 Trivalent Chromium 325776

Calculation
92315742001 T3-161011-1548-S3 EPA 200.8 325739 EPA 200.8 325745
92315742001 T3-161011-1548-S3 EPA 245.1 332971 EPA 245.1 333011
92315742001 T3-161011-1548-S3 EPA 218.7 325677

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 10/13/2016 06:20 PM without the written consent of Pace Analytical Services, LLC. e 24 of 26
000197629



ﬁ . Document Name: Document Revised: May 24, 2016
. Sample Condition Upon Receipt(SCUR) Page 1 of 2
/_AaceAnalytical

; Document No.: Issuing Authority:
/ F-MEC-CS-009-Rev.03 Pace Mechanicsville Quality Office

Page 2 of 2 for Internal Use ONLY

4 Client(lf\lr::lfﬁ{/( Project #: NO# : 92315742
Courier: fedEx LJUPs [CJusps [CJclient |9|2|3||' " Illl m |II|I I|I
18742

[J commercial Pace [other:

“‘Sample Tondition Upon

Custody Seal Present? [tes [ONo  sealsiIntact? |-_\7_(Yes CINo
E{ Date/Initials Person Examining COntents:M,_(p
Packing Material: [(IBubble Wrap Bubble Bags [ _]None [CJother: Kg I@

Thermometer: 2 .
et Blue None Samples on ice, cooling process has begun
RMDOO1 [] Type of Ice: . = = 4 P
Correction Factor: 0.0°C  Cooler Temp Corrected {°C): D : [D Biological Tissue Frozen? [ JYes [INo [In/A
Temp should be above freezing to 6°C -
USDA Regulated Soil ( [] N/A, water sample)
Did samples originate in a quarantine zone within the United States: CA, NY, or SC (check maps)? Did samples originate from a foreign source (internationally,
DYes DNO including Hawaii and Puerto Rico)? [_JYes [Cno
f 7 Comments/Discrepancy:
Chain of Custody Present? a\(es [Ono  [On/a | 1
Samples Arrived within Hold Time? Eﬂ’es Cne  [OON/A L 2
Short Hold Time Analysis (<72 hr.)? Cyes E{No Cnya | 3.
Rush Turn Around Time Requested? d\.'es One [On/a | 4.
Sufficient Volume? dYES [CONo [N/A | S.
Correct Containers Used? es [No [N/a | 6.
-Pace Containers Used? Yes  [no  [On/a
Containers Intact? B(’es COnve [Opa | 7
Samples Field Filtered? Oves [Owo E!N/A 8.  Noteif sediment is visible in the dissolved container
Sample Labels Match COC? d\res One  [On/a | S
-Includes Date/Time/ID/Analysis Matrix: \l\] \)\j
All containers needing acid/base preservation have been !g( 10. uc piez
checked? ves [Ino  [ON/a
All containers needing preservation are found to be in ' e
compliance with EPA recommendation? H2504 pH<2
(HNO3, H;S04, HCI<2; NaOH >9 Sulfide, NaDH>12 Cyanide) [QLes OOno  [Cnya NaOH: pHp22
Exceptions: VOA, Coliform, TOC, Oil and Grease,
DRO/8015 (water) DOC,LLHg Mes Ono  [Owa e ——
Samples checked for dechlorination? [dyes [Ono ljbl/r’-\ 11.
Headspace in VOA Vials (>5-6mm)? [Oves [Ono dWA 12
Trip Blank Present? [Oves [Ono Q’N}A 13.
| Trip Blank Custody Seals Present? Cdves [Ono Eﬁ\l/g
Pace Trip Blank Lot # (if purchased):
CLIENT NOTIFICATION/RESOLUTION Field Data Required? |:]Yes DNO
Person Contacted: Date/Time:
Comments/Sample
Discrepancy:
Project Manager SCURF Review: /U m G Date: {D! 5 ) lo
Project Manager SRF Review: MM Date: [0][3 } [

"Note: Whenever there is a discrepancy affecting North Carolina compliance samples, a copy of this form will be sent to the North Carolina DEHNR Certification Office (i.e.
Out of hold, incorrect preservative, out of temp, incorrect containers)

000197679 250126



& CHAIN-OF-CUSTODY / Analytical Request Document
/ 2ce bﬁnﬁm—\ﬁﬁm\ The Chain-of-Custody is a LEGAL DOCUMENT, All relevant fields must be completed accurately.
Section A Section B . Section C Page: of _
Required Client information; Required Project Information: Invoice Infermation: ) _—
Company.  Golder Associates Report To. Mormand@gelder.com Attention: Meagan Ormand
Addross: 2108 W Laburnum Ave, Ste 200 Copy Ta:  Martha_Smith@golder.com Company Name:  Golder Associates REGULATORY AGENCY
Richmond VA 23227 Ron_Difrancesco@golder.com Address: gaiapdataentry_invoices@golder.com NPDES GROUND WATER DRINKING WATER
Email To: Zogm:a@mo_amq.noa Purchase Order No.: Pace Quote usT RCRA .
Reference:
Phone.  804-551-0129 _mmx” 804-358-2900 Project Name:  Bremo Weekly ) Paco Project Site Location
m PITAD] iManager: VA
Requested Due DatefTAT: 24 H . Project Number: 1520-347.2 [Pace Piofilo #: i
! 3 Oﬁ.ﬂ 1o STATE:
Requested Analysis Fiitered (Y/N)
Section D Valid Matrix Codes g .ulnv
Required Client Information MATRIX CODE * W COLLECTED Praservalives >
DRINKING WATER DWW m [} = =13
WATER wt m & Q ={0
WASTE WATER W COMPOSITE COMPOSITE 5 g =
PRODUCT P {2 START END/GRAB @ Gl5 < z
SCIL/SOLID L w m..u 2 -lg < ot e 4 bl
ol oL w —~| O @ %]
BAMPLER 2= = |.l° 2|8 B2 (E1E81518 8 | |t
(AZ,091 ) omeR or Wl g sl £ |3 =ILIZIF| |515|=lElN S 2
Sample IDs MUST BE UNIQUE ~ TissuE s ol m R 2lslslel o9t 5 m S = 5
mcm NERE SiE %.SPMUH.H.O_ S|t B
> gle d1o18lslsl| |zlalglslEle|=]=|=|a]8|2]<|2]~ 8l 92215742
& Els 215 |12lalCla|RlelBlE 2 ls|slsls|=|2 (8|8 |E e 2
£ S5 pate | e | oare | Tme |@ | = {SITIT|T(Z|= HE R R R R | Pace Project No. Lab1.D.
1 TR lo1 - 1T 53 wwl] | | ——|orvnb | gdsl 1o x] fxix|x x] U] x ] x| xix n| pH analysis @ /5”5 pH =24
2
3
4
5
[
7
8
L]
10
1
12
ADDITIONAL COMMENTS RELINQUISHED BY / AFFILIATION DATE TIME -] \‘) ACCEPTED BY LAPFILIATION DATE TIME SAMPLE CONDITIONS
ATl analysas 1o be pariormed Lnder Golder-Pace MGA dated P T Y Wil T 7 i T
12/19/2008 \w% _ Guwldar aori_f v d ﬁak kiw\/\\ gﬁ\ﬂ\ﬁ\\l ;\‘_:\ (54 M 3
: i - = ) I 4 N L i L /_
(X 716d (oS flalie I Becvudip iz, e 1=0:[d N
SAMPLER NAME AND SIGNATURE o | s. 5 g
} i o& 82 =
PRINT Name of SAMPLER: ,_\.Tr.:m\:k,s e 2= | §5¢€ 8g
€ g @ aZ
SIGNATURE of SAMPLER: %\l _ .uhuwumuﬁ:,% o ? \_ b t~ M| °3 3

At A RAALL AR AR s ARATT

0001976%9° 260726
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